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Abstract 


The  experimental  approach  developed  by  Miller  and  Kotlar  for  determining  the  thermal 
conductivity  and  thermal  diffusivity  of  small,  solid,  energetic-material  specimens — ^“Technique 
for  Measuring  the  Thermal  Diffusivity/Conductivity  of  Small  Thermal  Insulator  Specimens,” 
Review  of  Scientific  Instruments, vo\.  64,  pp.  2954-2960, 1993 — ^has  been  modified  and  extended 
for  use  in  determining  these  properties  for  electrically  conductive  materials,  including  liquids.  As 
in  the  technique  developed  by  Miller  and  Kotlar,  these  properties  are  determined  firom  the 
transient  temperature  response  of  a  point  in  an  experimental  system  consisting  of  two 
“semi-infinite”  media,  a  plane  of  which  is  subjected  to  a  weU-defined  heat  flux.  However,  to 
allow  the  technique  to  be  enq)loyed  with  electrically  conductive  specimens,  the  experiment  is 
configured  so  that  the  heat  flux  is  generated  at  a  plane  in  a  nonconductive  solid  (as  opposed  to 
the  interface  between  the  media),  and  the  ten^erature  response  is  measured  in  this  solid  as  well 
The  parameter  (Apcpf^  is  obtained  by  fitting  a  numerical  simulation  of  the  heat  transfer  process 
to  the  temperature  response.  Coupling  the  model  to  a  nonlinear  least-squares  fitting  routine 
facilitates  this  effort.  To  obtain  absolute  values  for  the  specimen’s  thermal  conductivity  and 
thermal  diffusivity,  knowledge  of  its  density  and  heat  capacity  is  required.  The  viability  of  the 
experimental  approach  was  established  through  experiments  with  water,  methanol,  and  ethylene 
glycol,  and  the  technique  was  employed  to  obtain  the  thermal  conductivity  of  liquid  propellant 
XM46  for  temperatures  in  the  range  20-60°  C. 
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1.  Introduction 


The  thermal  transport  properties  of  an  unreacted  energetic  material  determine  how  thermal 
energy  from  various  heat  sources  distributes  in  the  material  as  it  functions.  Given  the  coupling 
between  thermal  energy  and  the  kinetics  of  chemical  energy  release,  these  properties  will  play  an 
important  role  in  the  way  a  material  performs.  For  example,  the  thermal  transport  properties  of  a 
propellant  will  dictate  how  quickly  a  surface  subject  to  an  initiation  stimulus  will  reach  ignition 
threshold  temperatures,  and  how  the  subsequent  heat  of  combustion  feeds  back  into  the  material. 
As  such,  thermal  transport  underlies  ballistic-controlling  phenomena  such  as  ignition  delay  and 
burning  rate  behavior.  In  liquids,  thermal  transport  properties  also  influence  how  shear-induced 
heating  is  dissipated.  Shear-induced  heating  has  been  implicated  as  a  mechanism  of  inadvertent 
ignition  in  developmental  liquid  propellant  gun  propulsion  systems,  and  transport  properties  are 
required  for  computational  fluid  dynamic  (CFD)  simulations  employed  to  address  vulnerability 
issues  in  such  systems.  However,  few  thermal  transport  property  measurements  have  been 
published  for  energetic  materials  in  general,  and  liquids  in  particular.  This  deficiency  stems  in 
part  from  the  experimental  difficulty  attending  the  measurement  of  thermal  transport  properties 
using  small  specimens.  Small  specimen  sizes  are  often  dictated  by  the  grain  geometry  of  (solid) 
materials  and  are  extremely  desirable  from  the  standpoint  of  safety. 

To  facilitate  the  measurement  of  the  thermal  transport  properties  of  small  specimens.  Miller 
and  Kotlar  (MK)  [1,  2]  developed  an  experimental  technique  (shown  schematically  in  Figure  1) 
in  which  a  well-defined  heat  flux  is  generated  at  the  interface  between  an  (energetic)  specimen 
and  a  second  material  with  known  thermal  transport  properties.  (Figures  2  and  3  show 
modifications  of  their  technique  that  are  described  later.)  They  showed  that  the  experimental 
system  approaches  the  mathematical  idealization  of  a  step-function  heat  flux  generated  at  the 
interface  of  two  “semi-infinite”  media.  In  this  idealization,  the  temperature  response,  in  the 
energetic  specimen  at  a  known  distance  from  the  interface  (x)  is  given  as  a  function  of  time  (t) 
by  [3] 
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Figure  1.  Schematic  Diagram  of  Experimental  Setup  Employed  by  Miller  and  Kotlar  [1]. 
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Figure  2.  Schematic  Diagram  of  Experimental  Setup  Employed  by  McQuaid  et  al.  [4]  for 
Studying  Pyrotechnics. 
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Figure  3.  Schematic  Diagram  of  Experimental  Setup  Employed  for  the  Current  Study. 
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where  fo  is  the  heat  flux,  To  is  the  ambient  ten^erature,  and  (h  (Ofe)  and  ks  {h)  are  the  thermal 
diffusivity  and  thermal  conductivity  of  the  san^le  (base),  respectively.  The  function 
ierfc  {xHiOstf^)  is  the  con^lementary  error  function  integral  Fitting  this  function  to  the 
experimental  data  yields,  simultaneously,  the  thermal  conductivity  and  thermal  diffusivity  of  the 
specimen.  With  this  technique,  Miller  was  able  to  establish  thermal  conductivity  and  thermal 
diffusivity  values  for  a  number  of  solid  gun  propellant  formulations  and  RDX  [5—8]. 

While  the  MK  technique  offers  a  valuable  tool  for  measuring  the  thermal  transport  properties 
of  gmall^  solid  samples,  there  are  certain  aspects  of  the  approach  that  limit  its  range  of 
applicability.  Because  the  technique  is  based  on  measuring  the  ten^erature  response  at  a  point  in 
the  sample,  a  technique  for  preparing  a  thin  wafer  of  the  material  is  required.  One  technique  is  to 
wafer  a  stock  piece  using  a  low-speed  saw.  However,  this  is  untenable  for  crumbly  formulations 
and  will  alter  a  compound’s  properties  if  the  cutting  fluid  preferentially  leaches  one  of  its 
constituents.  An  alternative  technique  is  to  press  a  sample  into  a  specimen  of  the  desired 
thickness.  However,  there  is  some  question  as  to  whether  a  specimen  produced  in  this  manner 
will  be  representative  of  an  actual  grain  of  the  material  Also,  the  use  of  the  techmque  with 
electrically  conductive  materials  is  problematic.  Because  the  temperature  response  is  measured 
with  a  thermocouple  and  the  heat  flux  is  generated  by  resistively  heating  a  metallic  foil  electrically 
conductive  materials  will  allow  leakage  of  current  through  the  material  to  the  thermocouple. 
Such  current  will  influence  the  thermocouple  readout,  and  the  path  through  the  specimen  has  the 
potential  to  act  as  an  ignition  source. 

To  address  these  issues  whai  they  arose  during  a  study  to  characterize  ±e  thermal  transport 
properties  of  pyrotechnic  materials,  McQuaid  et  al.  [4]  en:5)loyed  a  slight  modification  of  the  MK 
technique — ^namely,  measuring  the  tenq)erature  response  in  the  base  instead  of  the  sample  (see 
Figure  2).  This  approach  precludes  the  need  to  prepare  thin  san^les  and  allows  the  apparatus  to 
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be  used  for  materials  that  are  slightly  electrically  conductive.  (Highly  electrically  conductive 
materials  are  still  problematic  because  the  alternate  electrical  path  afforded  by  the  material 
conpromises  one’s  ability  to  characterize  the  heat  flux.)  Moreover,  this  configuration  facilitates 
the  testing  of  a  series  of  san^les  because,  once  in  place,  the  delicate  thermocouple  does  not  have 
to  be  handled  again.  However,  the  benefits  accrued  through  this  approach  come  with  a  significant 
price — ^namely,  that  the  function  describing  the  tenperature  response  becomes 


(2a) 


(2b) 


and  in  fitting  this  function  to  the  experimental  data,  the  thermal  diffiisivity  (Os)  and  thermal 
conductivity  (A,)  of  the  sanple  are  no  longer  mathematically  independent  parameters.  Instead,  the 
parameter  derivable  from  the  experiment  is  the  ratio  Ai/(Ofi)^^»  which,  applying  the  definition  %  = 
Xs  IpCp,  is  equal  to  (Xspcp)^'^,  where  p  and  Cp  are  the  specimra’s  density  and  heat  capacity, 
respectively.  Thus,  it  is  necessary  to  know  the  specimen’s  p  and  Cp  to  get  absolute  values  for  ks 
and  Os.  While  the  density  is  a  relatively  easy  property  to  measure,  heat  capacity  measurements  are 
a  nontrivial  extra  step. 


Having  demonstrated  that  measurement  of  the  tenperature  response  in  the  base  could  be  used 
as  a  basis  for  deriving  thermal  conductivity  values  of  a  solid  specimen,  the  possibility  of  obtaining 
such  values  for  liquids  was  suggested.  The  inpetus  to  proceed  was  a  curiosity  about  the  thermal 
conductivity  of  liquid  propellant  XM46  (60.79  weight-percent  hydroxylammonium  nitrate, 
19.19  weight-percent  triethanolammonium  nitrate,  and  20.02  weight-percent  water).  Though  a 
wide  variety  of  its  physical  properties  have  been  characterized,  only  one  study  of  its  thermal 
conductivity  could  be  found  [9],  and  the  reported  uncertainty  in  the  values  was  relatively  large. 
We  were  also  aware  of  the  need  for  establishing  the  thermal  transport  properties  of  fluids  being 
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considered  for  use  in  the  recoil  system  of  a  developmental  lightweight  howitzer  and  anticipate  the 
need  to  establish  such  values  for  new  propellant  formulations.  Thus,  the  development  of  an 
in-house  capability  for  making  such  measurements  was  considered  desirable.  This  report 
describes  the  development  of  the  techmque  and  its  application  in  establishing  the  thermal 
conductivity  values  of  XM46  for  temperatures  in  the  range  20-60°  C. 


2.  Experimental  Considerations 


MK  have  discussed  the  difficulty  of  measuring  the  thermal  conductivity  and  thermal  diffusivity 
of  small  solid  samples,  and  their  technique  elegantly  addresses  typical  concerns  such  as  the 
generation  of  a  well-defined  (step  function)  heat  flux,  the  spatial  uniformity  of  flux,  the  match 
between  experimental  and  model  boundary  conditions,  and  instrumentation  errors  [1,2,  and  10]. 
For  liquids,  the  technique  generally  considered  most  accurate  for  obtaining  the  thermal 
conductivity  of  electrically  nonconducting  materials  is  the  transient  hot-wire  techmque  [11].  This 
technique  involves  heating  a  bare  metallic  wire/resistance  thermometer  in  a  bath  of  the  liquid  of 
interest,  and  the  temperature  response  of  the  wire  is  analyzed  to  obtain  the  thermal  conductivity. 
However,  if  the  wire  is  in  contact  with  an  electrically  conductive  fluid,  current  will  flow  through 
both  the  fluid  and  the  wire,  con^romising  the  experimenter’s  ability  to  characterize  the  heat  flux. 
One  approach  to  addressing  this  issue  is  to  coat  the  wire  with  a  nonconductive  material.  Though 
simple  in  principle,  these  experiments  are  highly  demanding,  and  we  were  interested  in  developing 
a  single  technique  for  both  liquids  and  solids  using  available  equipment.  Modifying  the  MK 
technique  offered  such  a  possibility. 

Perhaps  the  biggest  obstacle  to  applying  the  MK  technique  to  the  measurement  of  liquids  has 
to  do  with  the  fact  that  the  distance  between  the  (foil)  heat  source  and  the  thermocouple  has  to  be 
known  precisely  (e.g.,  0.0400  ±0.0005  cm),  and  such  precision  is  unlikely  to  be  obtained  unless 
the  thermocouple  is  supported  by  a  rigid  structure.  Locating  the  thermocouple  in  the  base  as 
done  by  McQuaid  et  al.  [4]  meets  this  requirement.  Allowing  direct  contact  between  the  foil  and 
sample  also  presents  difficulties.  For  the  experiment  to  approach  the  idealization  described— i.e.. 
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that  the  heat  flux  emanate  from  a  plane  of  zero  [thermal]  mass — the  constantan  foil  that  is 
resistively  heated  to  produce  the  heat  flux  must  be  thin  (0.0005  cm  thick),  and  it  is  easily  tom.  It 
would  be  difficult  to  fabricate  it  into  a  leak-proof  container  bottom  or  to  clean  it  upon  changing 
specimens.  Based  on  this  concern,  it  was  decided  to  employ  a  sample  container  with  a  bottom 
fabricated  from  the  same  material  as  the  base.  Not  only  does  this  provide  a  rugged  component, 
with  the  proper  choice  of  material,  it  can  act  as  an  electrical  insulator,  allowing  the  technique  to 
be  used  with  highly  electrically  conductive  materials. 

The  basic  hardware  used  in  this  study  was  the  same  as  that  employed  by  Miller  and  described 
in  detail  in  MK  [1,  2].  Briefly,  a  4.4-cm-long,  1.2-cm-wide,  0.0005-cm-thick  constantan  foil 
(Hamilton  Precision  Metals)  is  resistively  heated  via  a  voltage-regulated  power  supply 
(Hewlett-Packard,  Model  6024A),  generating  a  step  increase  in  current  when  the  circuit  is  closed 
via  a  mercury-wetted  relay.  The  consequent  heat  flux  sends  thermal  waves  into  the  adjacent  test 
pieces,  and  the  temperature  response  at  a  known  distance  from  the  foil  is  monitored  with  a  bare 
Chrome]/ Alumel  thermocouple  (Omega,  Style  II).  The  ouq)ut  of  the  thermocouple  is 
preamplified  via  a  differential  amplifier  (Stanford  Research  Systems,  Model  SR560)  and 
recorded  with  a  digital  oscilloscope  (Nicolet,  Model  4094/4570)  over  a  4-s  period.  This  period 
includes  a  0.4-s  period  prior  to  flux  onset,  providing  an  unbiased  window  on  the  ambient 
temperature.  A  data  point  is  acquired  every  0.002  s  over  the  data  acquisition  period.  Toward 
determining  the  heat  flux  generated  by  the  foil,  fo(0,t),  the  voltage  difference,  V(t),  between  the 
electrodes  holding  the  foil  is  recorded  on  a  channel  of  the  digital  oscilloscope,  and  a  nominal 
value  for  the  current  in  the  foil,  /<,,  is  obtained  from  the  readout  of  a  multimeter  (Fluke, 
Model  77).  The  temperature  of  the  test  fixture  was  a  controlled  by  circulating  a  50/50  ethylene 
glycol-water  mixture  from  a  temperature-controlled  bath  (Neslab,  Model  ULT-80DD)  through 
copper  tubing  soldered  to  the  copper  block  housing  the  fixture. 

Figure  3  is  a  schematic  diagram  of  the  experimental  configuration  employed  in  this  study. 
For  the  results  reported  here,  the  container  bottom,  the  wafer  inserted  between  the  foil  and  the 
thermocouple,  and  the  base  were  cut  from  a  1.3-cm-long,  1.3-cm-diameter  fused  silica  cylinder 
of  unknown  origin.  (MK  had  employed  acrylic  for  the  base  material,  and  preliminary 
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experiments  with  tests  pieces  constructed  from  this  material  were  conducted  in  this  study.  But 
some  of  the  fluids  being  tested  were  found  to  permeate  the  acrylic.)  To  construct  the  base,  the 
fused  silica  cylinder  was  epoxied  into  a  1.9-cm  outside  diameter  (OD),  1.3-cm  inside  diameter 
(ID)  acrylic  tube,  and  two  wafers  approximately  0.043  cm  thick  were  cut  from  the  assembly. 
(This  was  about  the  thinnest  wafer  that  could  be  fabricated  without  the  assembly  falling  apart  or 
the  fused  silica  breaking.)  The  thermocouple  and  a  very  thin  layer  of  thermal  conductivity  paste 
was  placed  between  one  wafer  and  the  base,  and  the  assembly  was  held  together  by  solvent 
welding  the  acrylic  pieces  together.  To  construct  the  sample  container,  the  other  wafer  was 
epoxied  to  a  1.9-cm-OD,  0.9-cm-ID,  1-cm-long  acrylic  tube. 

The  thermal  diffusivity  and  thermal  conductivity  of  the  fused  silica  employed  for  the 
base  material,  which  are  needed  as  input  to  the  model  of  the  heat  transfer  process,  were 
established  by  conducting  experiments  in  which  the  sample  side  was  occupied  by  a  fused  silica 
specimen  from  die  same  lot  as  that  used  to  construct  the  base.  This  configuration  permits  a 
direct  measure  of  the  parameters  without  a  priori  knowledge  of  their  value.  Values  were 
obtained  for  a  temperature  range  20—60“  C,  and  the  linear  least-squares  fit  of  these  data  found 
A  -  12.055  -  0.0000847 mW/cm-X  and  a  =  (7.6957  -  0.02147)  x  10'^  cm^/s,  where  7  is  in 
degrees  Celsius.  These  equations  yield  values  for  fused  silica  that  are  similar  to  those  reported 
byMK[l,2]. 

In  order  to  establish  the  viability  of  the  experimental  approach,  tests  were  conducted  with 
water,  ethylene  glycol,  and  meflianol.  These  liquids  were  chosen  because  they  are  relatively 
innocuous  and  their  thermal  transport  properties  are  available  in  the  literature  (see  Table  1).  For 
the  tests  reported  here,  the  water  sample  was  drawn  from  a  commercial  still.  The  methanol 
(Fisher  Scientific,  >99.9%  stated  purity),  ethylene  glycol  (Fisher  Scientific,  Laboratory  Grade, 
unknown  purity),  and  XM46  (Thiokol,  Lot  5)  were  used  as  supplied.  For  the  experiments  with 
these  liquids,  the  container  was  filled  nearly  to  the  top  (i.e.,  approximately  0.9  cm  deep)  with  the 
sample  of  interest  and  covered  with  a  thin  acrylic  lid.  The  lid  allowed  a  tensioning  spring 
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Table  1.  Physical  Properties  of  Selected  Fluids  at  or  Near  25°*  C 


Fluid 

Thermal  Conductivity® 
(mW/cm-^C) 

Water 

6.08 

1.00 

4.18 

Ethylene  Glycol 

2.57 

1.11 

2.43 

Methanol 

2.02 

0.79 

2.55 

XM46 

— 

1.43° 

2.53“ 

®  Values  recommended  in  M  [12]. 

**  Excq>t  as  noted,  values  recommended  in  Perry  and  Chilton  [13]. 
^  Messina  et  al.  [9]. 

**  Messina  [14]. 


and  a  screw  to  apply  pressure  to  the  container,  ensuring  good  contact  between  the  container 
bottom  and  the  foil 


3.  The  Heat  Transfer  Process  and  Data  Reduction 
Considerations 

In  developing  their  experiment,  MK  addressed  issues  related  to  whethCT  the  experiment  can  be 
analyzed  with  a  1-D  model,  the  primary  concern  being  the  radial  extent  of  system  components. 
Since  our  san^les  had  a  greater  diameter  than  those  enq)loyed  in  their  study,  a  1-D  model  is 
considered  warranted  here.  For  a  system  with  a  base  of  thickness  4  occupying  <  x  <  0 ,  a 

container  bottom  of  thickness  4  occupying  0  <  x  <  4 ,  and  a  specimen  of  thickness  4  occupying 
the  range  4  <  x  <  4  +  4 ,  the  governing  equations  for  the  heat  transfer  process  associated  with  a 
total  heat  flux,/o('0,r4  are 


and 


dT(x,t) 

dt 


B^T(x,t) 

dx^ 


-4  <x<4 


(3a) 


dT(x,t)_  d^T(x,t) 
dt  ^  dx^ 


l^<x<x,  +  l,. 


(3b) 
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with  boundary  conditions 


and 


Tixfi)  =  To;  -oo<x<+<=o. 

(3c) 

,  dT(i:,t)  ,  dT(i:,t) 

ax  ax  ' 

(3d) 

dx 

(3e) 

Q.* 

II 

o 

(3f) 

dT(0 

dx 

(3g) 

ax 

(3h) 

T(0\t)  =  T(0-,t), 

(3i) 

where /■"(0^,f)  is  the  portion  of  the  total  instantaneous  heat  flux  flowing  into  the  sample  (side)  and 
/  ■(0",0  is  the  portion  of  the  total  heat  flux  flowing  into  the  base  (side).  Equations  (3e)  and  (3f) 
are  not  generally  applicable  for  the  experimental  system  being  modeled,  but  rather  rely  on 
conducting  the  experiments  such  that  T(lc  +  lg,t)  —  T{—lb,t)  —  To  for  the  duration  of  the 
experiment.  It  was  assumed  that  this  system  of  equations  could  not  be  solved  analytically,  and 
therefore  a  finite  difference  scheme  based  on  the  Crank-Nicholson  method  was  constructed  to 
replace  it.  Details  of  the  scheme  are  provided  in  the  Appendix. 


9 


Beyond  the  need  for  developing  a  numerical  model  of  the  heat  transfer  process,  refinements 
were  incorporated  into  the  data  reduction  routine  to  account  for  the  time  constant  of  the 
thermocouple  and  the  fact  that  the  heat  flux  deviates  from  a  true  step  function.  Refining  the 
temperature  response  model  to  account  for  the  time  constant  of  the  thermocouple  was 
necessitated  by  our  use  of  Style  I  thermocouples  to  monitor  the  temperature  at  one  juncture  in 
this  study.  Though  made  from  the  same  thickness  of  foil.  Style  I  and  Style  n  thermocouples  have 
different  geometries,  and  the  time  constant  of  Style  I  thermocouples  (tc  =  10  -  20  ms)  is  longer 
than  that  of  Style  n  thermocouples  (tc  =  2-  5  ms).  This  difference  proved  to  be  significant,  the 
results  derived  from  experiments  with  Style  I  and  Style  n  thermocouples  being  different  if  the 
time  constant  was  neglected.  (This  is  in  contrast  to  the  case  examined  by  MK,  who  found  that 
the  results  obtained  using  S-pm-  and  12-|im-thick  Style  n  thermocouples  were  the  same  and 
concluded  that  the  time  lag  of  the  thermocouple  response  could  be  neglected.)  To  incorporate 
the  effect  of  the  time  constant,  we  assumed  that  the  response  of  the  thermocouple  to  a  unit  step 
increase  in  temperature,  R(t),  was  associated  with  the  form 

R(t)  =  l-exp(-tlt,).  (4) 

and  we  employed  Duhamel’s  formula  [15], 

u(t)  =  jR'(r)T(x,t-r)dT,  (5) 

to  express  the  response  of  the  measurement  system,  u(t) — ^i.e.,  the  oscilloscope  voltage  reading — 
to  the  driving  function  T(x,t) — i.e.,  the  solution  to  equation(s)  (3).  This  integral  was  incorporated 
into  the  system  model  by  calculating  R'(  T)T(x,t-r)  at  0.001-ms  intervals  for  0  <  r<t  and  using 
Simpson’s  rule  to  evaluate  the  integral.  Corrected  in  this  manner,  the  results  obtained  with 
Style  I  and  Style  n  thermocouples  were  brought  into  agreement. 

Regarding  the  refinement  in  the  characterization  of  the  heat  flux,  MK’s  analysis  was  based  on 
the  assumption  that  the  heat  generated  in  the  foil  was  a  true  step  function.  That  is,  they 
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computed  the  V^lrf  or  /„v^)  heat  generated  by  the  foil  using  two  time-independent 

numbers:  the  foil’s  resistance,  r/,  the  nominal  current,  h,  and/or  the  nominal  voltage,  Vo. 
Beyond  being  necessitated  by  the  use  of  equation  (1)  for  modeling  the  system,  this  approach  is 
justified  because  small  errors  in  the  estimation  of  the  heat  flux  make  almost  no  difference  in  the 
thermal  diffusivity  values  derived  from  the  experiment.  Moreover,  the  thermal  conductivity  and 
thermal  diffusivity  are  effectively  independent  parameters,  making  the  ratio  of  the  thermal 
conductivity  to  the  “measured”  flux  nearly  a  constant.  Thus,  the  error  in  the  thermal  conductivity 
value  scales  directly  with  the  error  in  the  flux  measurement.  Since  the  /V/  or  VV/  calculation  of 
the  heat  generation  is  accurate  to  within  4%  during  the  first  20  ms,  and  to  within  <1%  for  the 
remainder  of  the  data  acquisition  period  (see  Figure  4),  this  approach  to  the  flux  calculation  is 
warranted. 


time  (sec) 

Figure  4.  Voltage  vs.  Time  Plot  Associated  With  the  Heat  Generation  Pulse. 

Unfortunately,  this  attribute  did  not  carry  over  to  the  configuration  used  in  this  study.  In  the 
course  of  analyzing  the  data  for  the  results  presented  here,  it  was  observed  that  small  changes  in 
assumed  flux  led  to  very  large  variations  in  the  transport  properties  derived  from  the  data.  For 
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example,  test-to-test  variations  in  lo  IV „ — measure  of  the  imcertainty  in  the  flux  calculation — 
were  observed  to  be  on  the  order  of  2%,  and  uncertainties  of  this  magnitude  translated  into 
uncertainties  of  20%  or  more  in  the  value  of  the  thermal  conductivity.  For  this  reason,  it  was 
considered  necessary  to  employ  a  detailed  characterization  of  the  electrical  energy  delivered  to 
the  foil  as  a  function  of  time.  The  use  of  a  numerical  model  to  simulate  the  process  allowed  this 
to  be  done.  The  computation  of  the  heat  flux  was  based  on  the  instantaneous  and  nominal 
voltage  drop  “across  the  foil,”  the  nominal  current,  and  the  resistance  of  the  foil  using 

fo(t)=(Io/V,)^*VHtrrf/ A,  (6) 

where  A  is  the  area  of  the  foil.  While  this  improves  matters,  uncertainty  in  the  computation  of 
the  heat  flux  remains  a  major  issue  in  the  viability  of  the  technique.  This  issue  is  discussed 
further  in  section  5. 

In  order  to  facilitate  fitting  model  simulations  to  the  experimental  data,  the  model  was 
coupled  to  a  nonlinear  least-squares  fitting  routine.  In  performing  the  fit,  all  model  parameters 
except  To  and  A,  were  fixed  at  either  measured  or  literature  values,  and  the  program  was  allowed 
to  vary  To  and  to  minimize  the  root  mean  square  of  the  residual.  The  fitting  routine  also 
identified  the  strong  coupling  of  Xs  and  for  all  but  the  case  where  the  specimen  and  base  were 
the  same  material.  This  coupling  necessitates  that  the  specimen’s  p  and  Cp  be  known  in  order  to 
derive  Xs  and  For  this  study,  rather  than  measure  p  and  Cp  ourselves,  we  relied  on  literature 
values. 

4.  Results 

Figure  5  shows  experimental  data  from  a  representative  test  with  a  water  sample,  and  a  fit  of 
the  model  of  the  heat  transfer  process  to  the  test  data.  We  note  that  a  fast  Fourier  transform  of 
the  residual  indicates  that  the  noise  is  randomly  distributed.  Figure  6  shows  a  plot  of  measured 
thermal  conductivity  values  vs.  recommended  literature  values  for  water,  ethylene  glycol,  and 
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-0.4  0.0  0.4  0.8  1.2  1.6  2.0  2.4  2.8  3.2  3.6 


time  (sec) 

Figure  5.  Temperature  Response  Observed  in  an  Experiment  With  Water  and  the  Fit  of 
the  Numerical  Model  to  These  Data. 


0.0  2.0  4.0  6.0  8.0  10.0  12.0  14.0 


^  measured  (mW/cm-C) 

Figure  6.  Plot  of  Measured  Thermal  Conductivity  Values  vs.  Recommended  Literature 
Values  for  Water,  Ethylene  Glycol,  and  Methanol  (see  Table  1). 
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methanol.  It  is  observed  that  the  measured  values  tend  to  be  higher  than  those  in  the  literature 
and  that  the  discrepancy  is  larger  for  smaller  values  of  thermal  conductivity. 

For  the  technique  to  be  useful  for  characterizing  unknowns,  the  source  of  the  bias  must  either 
be  incorporated  into  die  model  or  the  results  adjusted  empirically.  In  considering  this  matter, 
three  potential  sources  of  bias  were  identified.  Of  these,  perhaps  the  most  important  is  that  the 
model  neglects  the  heat  up  of  the  constantan  foil.  If  the  energy  used  to  heat  up  the  foil  had 
instead  been  transferred  into  the  base,  the  temperature  rise  would  have  been  greater,  and  this 
would  have  resulted  in  the  fitting  routine  deriving  a  lower  thermal  conductivity  value.  Another 
possible  source  of  the  bias  may  be  the  fact  that  the  thermocouple  couple  leads  are  an  unwanted 
heat  sink.  A  sink  would  tend  to  lower  the  observed  temperature  increase,  and  this  would  indicate 
to  the  fitting  routine  that  the  sample  had  a  higher  conductivity  than  it  actually  has.  A  third 
possible  source  of  the  observed  bias  is  convective  cooling.  Such  an  effect  is  not  accounted  for  in 
the  heat  transfer  model  and,  if  non-negligible,  would  lead  to  an  overprediction  of  thermal 
conductivity.  Moreover,  all  of  these  effects  would  be  larger  for  materials  with  lower  thermal 
conductivity  values  because  larger  temperature  increases  and  gradients  are  produced  in  the 
apparatus  with  these  materials.  (This  is  discussed  more  fully  in  section  5.) 

In  further  considering  this  issue,  it  was  noted  that  a  linear  least-squares  fit  of  the  data  plotted 
in  Figured  appears  to  well-represent  the  data  and  intersects  with  the  diagonal  near 
12  mW/cm-°C — ^the  measured  value  of  the  fused  silica  sample  and  the  point  at  which  the  least 
error  would  be  expected.  Thus,  rather  than  try  to  incorporate  the  sources  of  bias  into  the  model 
of  the  heat  transfer  process,  we  decided  to  use  the  results  obtained  for  the  standards  as  a  basis  for 
adjusting  the  results  obtained  for  XM46.  Based  on  five  measurements  near  23.5°  C,  the  thermal 
conductivity  for  XM46  was  measured  to  be  4.6  mW/cm-°C.  Corrected  for  the  systematic  bias 
observed  with  the  standards,  a  value  4.0mW/cm-°C  is  obtained.  We  have  not  conducted  a 
rigorous  error  analysis  because  of  the  difficulty  in  estimating  the  uncertainties  associated  with 
various  model  input  parameters.  This  value  is  in  reasonable  agreement  with  the  value  found  by 
Messina  et  al.  [9]  (3.5  ±0.6mW/cm-°C  at  25°  C)  using  a  steady-state  hot-wire  technique  [11].  A 
value  of  3.5  mW/cm-°C  is  also  predicted  from  the  theory  of  Bridgeman  [16]: 
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X  =  3kv, 


(  -  f 

iV 


v^'y 


(6) 


where  N  is  Avogadro’s  number,  V  is  the  molar  volume,  k  is  Boltzmann’s  constant,  and  Vs  is  the 
sonic  velocity  for  the  material.  The  sonic  velocity  for  XM46  at  25°  C  and  0.1  MPa  has  been 
reported  by  Constantino  [17]  to  be  1,940  m/s. 

Figure  7  shows  the  thermal  conductivity  values  we  obtained  for  XM46  for  temperatures  in 
the  range  20-60°  C.  Also  shown  are  the  measurements  reported  by  Messina  et  al.  [9]  for  this 
range,  the  values  at  35,  40,  and  50°  C  being  acquired  via  a  guarded  hot  plate  technique.  Their 
values  vary  little  over  this  temperature  range.  Our  values  tend  to  fall  below  the  values  reported 
by  Messina  et  al.  [9]  and  indicate  that  XM46’s  thermal  conductivity  decreases  with  increase  in 
temperature  between  20  and  60°  C.  However,  we  observed  the  same  trend  with  water,  but  its 
thermal  conductivity  is  known  to  increase  slightly  over  this  temperature  range  (see  Figure  7). 
While  it  is  tempting  to  adjust  our  XM46  results  based  on  this  comparison,  we  do  not  believe  that 
doing  so  is  justified  based  on  the  work  performed  to  date.  Rather,  we  prefer  to  leave  the  question 
open  at  this  time. 


5.  Discussion 

The  technique  developed  here  may  appear  to  be  only  a  slight  modification  to  the  original  MK 
concept,  but  the  ramifications  of  the  modifications  are  significant.  To  provide  a  clearer  picture  of 
the  actual  physical  system  being  modeled  and  to  show,  at  least  qualitatively,  the  sensitivity  of  the 
temperature  response  to  various  input  parameters,  some  case  studies  are  provided.  Figure  8 
shows  the  calculated  temperature  response  of  a  model  system  in  which  the  “sample  has  the 
same  thermal  transport  properties  as  the  base,  in  this  case  fused  silica.  The  figure  compares  the 
results  obtained  using  equation  (1)  and  the  numerical  model  described  in  the  Appendix. 
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Figure  7.  Measured  Thermal  Conductivity  Values  for  XM46  and  Water  in  the  Range  of 
20-60®  C. 

These  models  are  observed  to  be  in  good  agreement.  The  results  show  that  (as  expected)  the 
profiles  on  either  side  of  the  foil  are  identical.  After  3.5  s,  the  temperature  at  the  center  is 
1.85°  C  while  the  temperature  at  the  thermocouple  is  1.45°  C.  It  is  also  worth  noting  that  the 
temperature  at  the  ends  of  the  simulated  sample  (±0.6  cm)  are  very  near  ambient,  indicating  the 
de  facto  appropriateness  of  model  boundary  conditions  (3e)  and  (3f)- 

Figure  9  shows  model  temperature  profiles  generated  with  the  same  set  of  input  parameters, 
but  with  a  sample  that  has  the  thermal  transport  properties  as  methanol.  Here  the  profiles  are  not 
symmetric  about  the  foil,  and  the  temperature  increases  at  the  foil  and  thermocouple  are  higher 
after  3.5  s  than  they  are  when  fused  silica  is  the  sample.  This  is  because  methanol  is  a  less 
effective  heat  sink  than  fused  silica.  As  suggested  by  consideration  of  equation  (2b),  we  have 
observed  that  a  measure  of  the  relative  effectiveness  of  a  material  as  a  heat  sink  is  {Xpcpi^'^. 
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.  Spatial  Temperature  Profiles  as  a  Function  of  Time  for  a  Model  System  With  a 
Fused  Silica  Sample  (fo  =  0.25  W/cm^). 
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Figure  9.  Spatial  Temperature  Profiles  as  a  Function  of  Time  for  a  Model  System  With  a 
Methanol  Sample  (fo  =  0.25  W/cm^). 
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For  example,  the  thermal  conductivity  of  water  (6  mW/cm-°C)  is  approximately  half  that  of  fiised 
silica  (12  mW/cm-°C).  Thus,  one  might  expect  it  to  be  a  poor  heat  sink,  and  the  temperature  to 
respond  in  a  manner  similar  to  that  observed  for  methanol.  However,  the  value  of  (Apcp)'^  for 
water  (0.16  J/°C-cm^-s*^^)  is  shghtly  higher  than  that  for  fused  silica  (0.14  J/°C-cm^-s^^),  and,  as 
shown  in  Figure  10,  the  “measured”  temperature  increase  is  lower  for  the  system  with  water  than 
for  the  system  with  fused  silica. 


time  (sec) 


Figure  10.  Temperature  vs.  Time  Responses  at  the  Thermocouple  for  Various  Model 
Systems:  (a)  “Fused  Silica,”  A  =  12.0mW/cm-°C,  r/=0.33  Q;  (b)  “Water,” 
A  -  6.1  mW/cm-^C,  r/=  0.33  Q;  (c)  “Water,”  A  =  6.1  mW/cm-°C,  r/=  0.34  Q; 
and  (d)  Fit  to  Simulation  (c)  Assuming  r/=  0.33 12,  the  Fitting  Routine  Finding 
A  =  4.8  mW/cm-°C. 


Figure  10  also  compares  the  model  responses  for  the  case  where  (1)  the  material  has  the 
properties  of  water  but  the  flux  is  based  on  a  foil  resistance  of  0*34 12,  and  (2)  these  data  are  fit 
assuming  the  foil’s  resistance  is  0.33  12.  The  value  of  the  thermal  conductivity  derived  from  the 
fit  is  4.8  mW/cm-°C.  This  result  highlights  what  we  have  found  to  be  the  main  source  of 
uncertainty  in  the  experimental  approach  as  developed  to  date — ^that  is,  the  nonlinear  relationship 
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between  the  temperature  response  and  the  heat  flux.  In  this  case,  a  3%  error  in  the  flux 
calculation  translates  into  a  21%  error  in  the  value  of  the  conductivity  derived  from  the 
experiment. 

Part  of  the  difficulty  in  characterizing  the  heat  flux  stems  from  the  fact,  recognized  by  Miller, 
that  the  voltage  drop  measured  “across  the  foil”  is  associated  with  die  sum  of  the  resistance  of  the 
foil  and  a  “contact  resistance.”  To  compute  heat  generation  using  /V/  or  V^/r/  ,  the  contact 
resistance  needs  to  be  accounted  for.  However,  it  is  not  possible  to  independently  quantify  the 
contact  resistance,  the  foil’s  resistance,  and  the  instrument  error  on  a  test-to-test  basis.  Given 
that  the  contact  resistance  seemed  the  most  likely  parameter  to  vary  significantly  over  the  course 
of  a  test  series,  we  decided  to  compute  the  instantaneous  heat  flux  assuming  that  the  resistance  of 
the  foil  remained  constant  (/y^  0.33  i2).  Variations  in  the  foil’s  resistance  and  instrument  errors 
are  not  considered  in  the  analysis.  It  was  considered  that  a  more  detailed  treatment  of  these 
errors  would  not  significantly  change  the  nominal  values  of  transport  propCTties  derived  from  the 
experiment,  but  this  should  be  verified  in  future  work. 

The  first  and  most  obvious  improvement  that  can  be  made  to  the  experiment  is  to  modify  the 
numerical  simulation  of  the  heat  transfer  process  to  include  the  heat  up  of  the  foil.  This  could  be 
done  using  the  PC-based  compiler  (Microsoft  FORTRAN)  employed  for  this  study  by  utilizing 
data  files  rather  than  dimensioned  arrays  for  some  of  the  variables  employed  in  the  computation. 
(This  approach  was  used  to  permit  instantaneous  voltage  readings  to  be  employed  in  the 
calculation  of  the  heat  flux.)  Nonuniform  grid  spacings  might  also  prove  beneficial.  Another 
option  is  to  employ  a  compiler  that  facilitates  the  specification  of  larger  dimensioned  arrays.  But 
each  of  these  options  entails  effort  that  is  beyond  current  mission  interests,  and  they  are  left  for 
future  work. 

The  possibility  of  reducing  the  impact  of  small  variations  in  model  input  parameters  should 
also  be  investigated.  The  experiment  developed  to  this  point  is  a  result  of  decisions  based  on 
availability  of  materials,  our  ability  (and  limitations)  in  constructing  pieces  from  the  available 
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material,  and  our  experience  in  selecting  variables  such  as  the  temporal  duration  of  the  transient, 
the  magnitude  of  the  heat  flux,  and  the  thickness  of  various  pieces.  The  magnitude  of  the  heat 
flux,  the  duration  of  the  record,  and  the  thickness  of  the  pieces  are  constrained  by  several  factors. 
As  currently  configured,  the  random  noise  in  the  thermocouple  reading  is  about  ±0.2°  C.  With 
this  amount  of  noise,  teii^rature  increases  of  at  least  several  degrees  are  desirable.  Larger 
temperature  increases  can  be  achieved  by  (1)  increasing  the  magmtude  of  the  heat  flux, 
(2)  recording  the  transient  for  longer  times,  and  (3)  making  the  thermocouple-foil  distance  as 
small  as  possible.  But  large  temperature  increases  are  undesirable  because  the  property  of  interest 
may  be  temperature-dependent.  Also,  if  the  heat  flux  is  too  large  or  the  transient  too  long,  the 
ability  to  achieve  consistency  between  the  boundary  conditions  of  the  model  and  actual  systems 
will  be  difficult  to  maintain.  To  better  address  this  issue,  the  parameter  space  of  the  heat  transfer 
process  needs  to  be  explored  to  identify  if  there  are  conditions  under  which  the  experiment  can  be 
run  such  that  small  variations  in  input  parameters  do  not  lead  to  large  variations  in  the  derived 
result. 

6.  Summary 

A  technique  has  been  developed  to  measure  the  thermal  conductivity  of  small  electrically 
conductive  liquid  or  solid  samples.  The  viability  (and  limitations)  of  the  technique,  which  is  a 
modification  of  the  one  developed  by  MK  for  the  study  of  small  energetic  solid  materials,  was 
established  through  experiments  with  water,  methanol,  and  ethylene  glycol.  The  technique  was 
employed  to  establish  thermal  conductivity  values  for  XM46  in  the  range  20-60°  C  (4  mW/cm-°C 
at  23.5°  C).  It  was  hoped  that  the  technique  would  provide  a  reasonable  in-house  capability  for 
acquiring  such  information.  However,  at  its  current  stage  of  development,  results  are  a  very 
sensitive  function  of  the  input  parameters  needed  to  fit  the  data,  and  considerable  work  is  required 
to  achieve  reliable  values.  Some  improvements  should  be  realizable,  but  it  is  not  certain  that 
further  dedicated  development  of  the  technique  is  warranted. 
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Appendix: 

Numerical  Simulation  of  the  Heat  Transfer  Process 
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Having  assumed  that  the  differential  equations  describing  the  dynamics  of  the  heat  transfer 
process  could  not  be  solved  analytically,  the  equations  were  replaced  with  a  set  of  finite  difference 
equations  based  on  the  Crank-Nicholson  iiiq)Ucit  method.^  Referring  to  Figure  A-1,  the  general 
replacement  equations  are 

1,7  +  1)  +  (2/a<*42r(*y(/,7  +  l)-/*^(i’  +  l,7  +  l)  = 

- 1,  y)  +  (2/a^*^  -  2r^^^)T{i,  j)  +  + 1,  y) , 

where  i  andy  are  spatial  and  tenqioral  indices,  respectively,  and  the  superscripts  refer  to  whether  x 
is  greater  than  (+)  or  less  than  (-)  zero,  these  regimes  being  calculated  independently.  The 
parameter  r  is  a  function  of  the  temporal  (At)  and  spatial  (Ac)  increments. 


The  ten^oral  incretnftnt  is  fixed,  somewhat  arbitrarily,  to  be  half  the  value  of  the  tone  between 
experimental  data  points.  For  the  work  presented  in  this  report,  a  data  point  was  acquired  every 
0.002  s,  so  the  simulation  time  step  was  0.001  s.  This  increment  is  small  relative  to  the  time  scale 
of  the  dynamics  of  the  heat  transfer  process  and  is  convenient  from  the  standpoint  of  using 
Simpson’s  rule  to  numerically  integrate  equation  (5).  The  spatial  increment  is  left  (at  least 
initially)  to  the  discretion  of  the  user.  Due  to  compiler-limited  array  sizes,  a  maximum  of  350 
(spatial)  ^d  points  are  available  to  resolve  the  ten^)erature  profile.  (The  user  can  choose  to  use 
less.)  Of  the  number  of  points  selected,  half  are  assigned  to  the  base  side  (x  <  0)  and  half  to  the 
san^le  side  (x  >  0).  For  the  sample  side,  the  spatial  increment  (Ax'")  is  calculated  by  dividing  the 
actual  thickness  of  the  container  bottom  by  a  user-specified  number  Om-1/2).  For  the  base  side, 
the  spatial  increment  (Ac")  is  calculated  by  dividing  the  thickness  of  wafer  separating  the  foil  and 
the  thermocouple  by  this  same  number.  The  length  of  the  (simulated)  san5)le  is  therefore 

‘  Smith,  G.D.  Numericcd  Solution  of  Partial  Dijferential  Equations:  Finite  Difference  Methods.  3rd  edition. 
New  York;  Oxford  University  Press,  1985. 
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Figure  A>1.  Pictorial  Representation  of  Numerical  Model  Parameters. 

(imwrim)^*>  where  imax  is  the  number  of  points  assigned  to  a  side.  The  length  of  the  base  is 
(imax  -112) AT.  The  selection  of  im  involves  a  compromise  between  achieving  reasonable  spatial 
resolution  for  the  temperature  profile  in  the  container  bottom  and  ensuring  that  the  (simulated) 

mic+o 


sample  length  is  long  enough  so  that  boundary  condition 


dx 


=  0  is  met — ^i.e., 


T(lc+ls)~To — ^but  not  so  long  that  it  exceeds  the  length  of  the  sample  employed  in  the 
experiment. 

The  replacement  equations  associated  with  boundary  conditions  (3e)  and  (3f)  are 


-r*T(i^-l.j-^l)+\—+r* 


^±+r*\{i^,j+l)  =  -2r*T(i^-l.j)  +  2r"  jr(i_,y) 


and 
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T  (imax  >  J  + 1)  *“  T  (imax  h  j) 

r  2  ^ 

— -2r- 

/V 

l“.  J 

[^b  j 

T {imax  j  j)  9 


respectively.  However,  since  these  boundary  conditions  are  not  a  general  feature  of  the 
experimental  system,  but  rather  rely  on  the  conditions  under  which  the  tests  are  run,  it  is 
incumbent  on  the  user  to  adjust  the  value  of  im  such  that  the  conditions  T(imax>jmax)“  T„  and 
inua^*  <  Is  are  met.  Toward  this  end,  the  nonlinear  least-squares  fitting  routine  was  written  to 
return  T(imax  >  jmax  )  and  U  as  output.  In  addition,  the  program  will  override  the  user’s  selection 
of  L  if  the  stability  criterion  for  the  Gaussian  elimination  procedure  used  to  solve  the  system  of 
equations  is  not  met.  To  ensure  physical  realism,  the  criterion  (2/a  -  2r  >  0)  is  checked  and  im 
changed  automatically  if  necessary.  The  values  i„  -  13  and  w  -  175  were  used  to  obtain  all  the 
results  reported  here. 


At  the  interfece  between  the  container  bottom  and  the  sample,  conservation  of  energy  requires 
that  the  teii?)eratures  on  either  side  of  the  boundary  be  related  to  the  temperature  at  the  boundary, 
r(j„+l/2,jj,per 


T(i„+1/2J)  = 


^J’(L,.i)+KT(L+hj) 


This  relationship  leads  to  the  replacement  equations 


r(i„+l,;+l)  = 


-rT(i„-l,J)  + 


(  2  r(A,+3A, 


a. 


and 


(  2rX, 

Aj+A, 


r(i„+l,j+l)-rr(i„+2,;+l)  = 


[Aj  +  A,  J 
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Boundary  conditions  (3g)  and  (3h)  present  a  challenge  because  the  partitioning  of  the  flux, 
into/'  and/*  is  not  known  a  priori  and  the  partitioning  changes  with  time.  (More  energy 
will  flow  to  the  side  with  the  more  effective  heat  sink,  and  the  difference  will  increase  with 
time.)  To  resolve  this  issue,  an  iterative  approach  was  developed  to  determine  the  partitioning  of 
energy  that  would  satisfy  the  boundary  condition  T(0^,t)  =  T(0~,t).  This  entails  making  an  initial 
guess  at  the  partitioning,  independently  computing  the  temperature  profiles  for  x  <  0  and  x  >  0, 
comparing  T(0^,t)  and  T(0',t),  and  selecting  a  new  partitioning  if  the  condition  T(0*,t)  -  T(0',t)  < 
1x10’’  °C  is  not  met.  A  secant  root  finding  method  was  developed  to  abet  the  search  process. 
The  subroutine  written  to  implement  this  method  is  a  slightly  modified  version  of  the  program 
found  in  Press  et  al.^  During  a  cursory  monitoring  of  the  efficacy  of  the  search  process,  it  was 
observed  that  the  convergence  criteria  were  always  met  within  two  passes,  and  that  T(0*,t)  - 
T(0',t)  was  less  than  1x10'^^ "C. 


^  Press,  W.  H.,  B.  P.  Flannery,  S.  A.  Teukolsky,  and  W.  T.  Vetterling.  Numerical  Recipes:  The  Art  of  Scientific 
Computing  (,FORTRAN  Version),  Cambridge:  Cambridge  University  Press,  1989. 
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List  of  Abbreviations 


Nomenclature 

a  thermal  diffiisivity  (square  centimeters/second) 

M  temporal  increment  (seconds) 

Ax  spatial  increment  (centimeters) 

A  thermal  conductivity  (watts/centimeter»degrees  Celsius) 

p  density  (grams/cubic  centimeter) 

Vs  sonic  velocity  (centimeters/second) 

A  area  of  the  foil  (square  centimeters) 

Cp  heat  capacity  (joules/gram«degrees  Celsius) 

fo  heat  flux  (watts/square  centimeter) 

lo  nominal  current  of  electrical  pulse  employed  to  heat  foil  (amperes) 
i  spatial  index 

j  temporal  index 

k  Boltzmann’s  constant 

I  length  (centimeters) 

N  Avogadro’s  number 

r  At/(Ax)^  (seconds/square  centimeter) 

r/  resistance  of  foil  (ohms) 

R(t)  temporal  response  of  passive  system  to  a  unit  step  forcing  function 
To  ambient  temperature  (degrees  Celsius) 

T(x,t)  actual  temperature  (degrees  Celsius) 
u(t)  measured  temperature  (degrees  Celsius) 

V  molar  volume  (cubic  centimeters/gram) 

Vo  nominal  drop  in  electric  potential  (volts) 

V(t)  instantaneous  drop  in  electric  potential  (volts) 

X  distance  from  heat  source  (centimeters) 

Subscripts 

b  base  material  property 

s  specimen  property 

m  index  for  spatial  grid  point 

max  total  number  of  spatial  grid  points  associated  with  one  side  of  the  foil 

Superscripts 

+  values  for  X  >  0 

values  for  X  <  0 
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be  used.) _ _ _ _ _ _ _ _ _ 


4.  Speciffcally,  how  is  the  report  being  used?  (Information  source,  design  data,  procedure,  somce  of  ideas,  etc.) 


5.  Has  the  information  in  this  report  led  to  any  quantitative  savings  as  far  as  man-hours  or  dollars  saved,  operating  costs 
avoided,  or  efficiencies  achieved,  etc?  ff  so,  please  elaborate. _ _ _ _ _ _ 


6.  General  Comments.  What  do  you  think  should  be  changed  to  improve  future  reports?  (Indicate  changes  to  organization, 
technical  content,  format,  etc.)  _ _ _ _ _ _ 


Organization 


CURRENT  Name  E-mail  Name 

ADDRESS  _ _ _ 

Street  or  P.O.  Box  No. 


City,  State,  Zip  Code 

7.  If  indicating  a  Change  of  Address  or  Address  Correction,  please  provide  the  Current  or  Correct  address  above  and  the  Old 
or  Incorrect  address  below. 


Organization 


OLD  Name 

ADDRESS  _ _ 

Street  or  P.O.  Box  No. 


City,  State,  Zip  Code 


(Remove  this  sheet,  fold  as  indicated,  tape  closed,  and  mail.) 
(DO  NOT  STAPLE) 


